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**T**here is a lack of commercially available low-cost and holistically validated technologies to capture human motion with precision and reliability. This has contributed to the poor massification of objective measurement alternatives to assess gait, mainly in undeveloped or developing countries, where not all have the capability to incorporate technology into their measurement and evaluation methodologies.^[@ref1],-3^ Many clinical tests observe gait quality, like the 6-meters, 10-meters and 25-meters gait tests. Rehabilitation professionals can implement them in non-controlled environments, e.g., outside hospitals or rehabilitation institutes. However, the limitation of these methods is their dependency on the observation and expertise of the evaluator, obtaining a single global parameter to characterize it.^[@ref4],[@ref5]^ In the last decades, scientists and developers have proposed, and design inertial sensors-based alternatives for the analysis and monitoring of human movement, due to the reduction in size, price and energy consumption for these sensors.^[@ref6],[@ref7]^ These alternatives vary not only in the number of sensors and communication techniques, but also in the number of parameters that can be measured to evaluate gait.^[@ref8]^ On the other side, technological advances in mobile devices from a portability point of view and processing power have allowed the implementation of attractive and functional solutions for the ambulatory analysis of human movement outside a laboratory^[@ref15]^ However, most of these commercially available systems remain at a high cost, or they are poorly validated,^[@ref16]^ which limits their use in, for example, rural areas of difficult access. Although several works present comparative studies on the performance of different methodologies based on inertial sensors or Inertial Measurement Units (IMU) for the estimation of spatial-temporal gait parameters, the most are designed in highly controlled environments that avoid reproducing the results in daily life conditions or outside a laboratory. Furthermore, these works are focused only on characteristics related to precision or error estimation, leaving aside characteristics such as ease of implementation, comfort and price, which would allow the use of inertial sensors for the clinical analysis of human movement.^[@ref12],[@ref17]^

For all these reasons, we present a deep review of wearable sensor -- algorithms systems based on inertial sensors for spatial-temporal gait analysis. In addition, we designed and validated a portable and easy-to-use system based on this technology, in order to facilitate and promote this objective technological tool. The tool may be used for gait evaluation in conditions and environments where the acquisition of commercially available gait assessment technology is not possible.

State of the art {#sec2-1}
----------------

Spatial-temporal gait parameters are indexes that describe in an objective and precise way the state of gait. In optoelectronic systems for motion analysis, the events of foot-off or final contact (FC) and heel strike or initial contact (IC) are used to obtain these parameters. Numerous methodologies and inertial sensor-based algorithms have been developed for the identification of the events of FC and IC from different data \-- lineal or vectorial accelerations from accelerometers, angular velocities from gyroscopes, angles of the gait cycle \-- that vary in the amount and position of the sensors used.^[@ref8],[@ref12],[@ref13],[@ref18]^ In [Table 1a](#table001){ref-type="table"} different methods are shown that use inertial sensors to identify and isolate the heel strike or IC and the foot-off FC during the gait cycle, highlighting the its location on the body and if they have been evaluated in healthy subjects or with motor impairments. To develop a simple and easy-to-use alternative, we limit the number of sensors up to 2 units.

From the spatial-temporal parameters mentioned, the most complex to estimate accurately using inertial sensors is the step length, because its estimation depends on a double integration process of the accelerations or a single integration of the angular velocities obtained from the inertial sensors, whose calculation yields an accumulative error mainly in low velocities walks.^[@ref20],[@ref21]^ For this, different methods have been proposed that deals with this problem (see [Table 1b](#table001){ref-type="table"}). Thus, [Tables 1a](#table001){ref-type="table"} and 1b present different methodologies that are used separately or together,^[@ref31]^ to describe the spatial and temporal parameters of gait using inertial sensors as an alternative to optoelectronic systems. The mentioned algorithms have been tested under different conditions but always in highly controlled environments, considering not only the environment in which they are performed but also the clothing and footwear of the subjects measured. For this work, it has been decided to implement the methodology presented by González et al.^[@ref23]^ for the processing of tri-axial trunk accelerometry for the estimations of the temporal gait parameters. The choice of this methodology is for the simplicity of the algorithm so it can be implemented in mobile devices for fast data processing, the small number of sensors needed to extract the events from the gait cycle, with a good performance in previous studies,^[@ref23],[@ref30]^ and the location of the sensor in the body that guarantees the comfort of the subjects to be evaluated. Different methodologies have been used to estimate step length, as Rafael et al.^[@ref20]^ Ziljstra et al.^[@ref29]^ and Alvarez et al.^[@ref30]^ They use the same model to implement their algorithms (inverted pendulum model) measuring the trunk displacement with only one sensor. Also, they present good results in their investigations, even in long-distance tests. For the reasons previously mentioned (simplicity, fast data processing, location and quantity of sensors), the algorithm presented by Alvarez et al.^[@ref30]^ will be used in order to obtain accurate estimation in the implementation using mobile devices for a low-cost, easy-to-use and portable solution. This technological development will be evaluated using an optoelectronic motion measurement system, constituting one of the few alternatives with these characteristics with validation using a Gold-Standard system carried out with Chilean population.

Materials and Methods {#sec1-1}
=====================

IMU sensor {#sec2-2}
----------

The IMU sensor used in this project was developed at the laboratory of Biomedical Engineering of the Universidad de Concepción. It was a custom-designed sensor. The chip sensor used,^[@ref32]^ has a three-axis accelerometer, a three-axis gyroscope and a three-axis magnetometer, as well as an embedded internal processor able to fusion the magnetic and the inertial data using an extended Kalman filter to deliver the orientation in quaternions to avoid singularities presents in the Euler angles representation.^[@ref33]^ The orientation angles were obtained with an accuracy of ±1 \[deg\]. All three-axis acceleration data are sampled at 100 \[Hz\] with a low cost 32-bit microcontroller with an ARM Cortex-M0+ processor and sent to a software application via Bluetooth 3.0. The maximum distance between sender and receiver is 20 meters without risk of occlusion. The entire system is powered by a 500-mAh LiPo battery, which gives 10-hour of autonomy. The IMU sensor with the battery included has dimensions of 40\[mm\]x30\[mm\]x15\[mm\], and a weight of 21 \[g\] (see [Figure 1a](#fig001){ref-type="fig"}).

###### 

Methodologies based on inertial sensors for gait analysis.

\(a\) Methodologies based on inertial sensors for the identification of the initial and final contact events of the gait cycle.

  Method             Sensor                    Quantity   Location               Algorithm                          Results                                                                                                                                               Subjects
  ------------------ ------------------------- ---------- ---------------------- ---------------------------------- ----------------------------------------------------------------------------------------------------------------------------------------------------- --------------------------------------------------------------------
  Sedjic et al.      Tri-axial accelerometer   1          L4-L5                  Feature based                      100% of the stance events with an average error of 1.18±0.09 \[s\] using a motion capture system.                                                     35 subjects (Healthy, Parkinson, Peripheral Neuropathy).^[@ref22]^
  González et al.    Tri-axial accelerometer   1          L3                     Feature based                      100% of the events with an average error of 0.013±0.035 \[s\] for the IC and 0.009±0.054 \[s\] for the FC using a force platform.                     11 subjects (Healthy).^[@ref23]^
  Kose et al.        Tri-axial accelerometer   1          Waist                  Stationary Wavelet Decomposition   96% of the events with an error of 0.06±0.04 \[s\] for the IC and 0.05±0.03 \[s\] for the FC using footswitches.                                      8 subjects (Healthy).^[@ref24]^
  McCamley et al.    Tri-axial accelerometer   1          Waist                  Wavelet Decomposition              100% of the events with an average error of 0.02±,0.04 \[s\] for the IC and 0.03±0.03 \[s\] for the FC using a 4-meter instrumented mat.              18 subjects (Healthy).^[@ref25]^
  Aminian et al.     Tri-axial accelerometer   2          Left and right thigh   Feature based                      100% of the stance events with a maximum error of 0.74±0.04 \[s\] using pressure sensors under the foot.                                              12 subjects (Healthy, Hip Arthroplasty).^[@ref26]^
  Jasiewicz et al.   Uni-axial gyroscope       2          Left and right shank   Feature based                      100% of the events with an average error of -0.014±0.023 \[s\] for the IC and -0.023±0.028 \[s\] for the FC using footswitches in healthy subjects.   41 subjects (Healthy, Spinal Cord Injury).^[@ref10]^
  Sabatini et al.    Uni-axial gyroscope       1          foot                   Feature based                      100% of the events with an average error of -0.002 \[s\] for the IC and 0.035 \[s\] for the FC using footswitches                                     5 subjects (Healthy).^[@ref27]^
  Aminian et al.     Uni-axial gyroscope       2          Left and right shank   Wavelet + Feature based            100% of the FC events with an average error of 0.01 \[s\] using pressure sensors under the foot.                                                      20 Subjects (Healthy).^[@ref28]^

###### 

Methodologies based on inertial sensors for the step length estimation.

  Method            Sensor                    Quantity   Location               Model                     Algorithm                                                                                                                                                                                                          Results                                                                                                                                    Subjects
  ----------------- ------------------------- ---------- ---------------------- ------------------------- ------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------ ------------------------------------------------------------------------------------------------------------------------------------------ --------------------------------------------------------------------------------------------------------------------------------
  Rafael et al.     Uni-axial accelerometer   1          Waist, L3-L4           Inverted pendulum model   Two phase estimation algorithms: Double integration of the accelerometer data during single support phase with the inverted pendulum model, and a forward displacement estimation with the foot size percentage.   Error estimations from -5.50% to 6.07% from the distance walked using two camcoders.                                                       16 subjects (Healthy, Parkinson).^[@ref20]^
  Ziljstra et al.   Uni-axial accelerometer   1          Waist                  Inverted pendulum model   Double integration of the accelerometer data using a fourth order Butterworth filter to attenuate the integration error.                                                                                           General understimations of 16% in the stride lenght and the stride velocity using a treadmill that measures the ground reactions forces.   15 subjects (Healthy, Parkinson).^[@ref29]^
  Alvarez et al.    Uni-axial accelerometer   1          Waist                  Inverted pendulum model   Double integration of the accelerometer data with the zero-velocity detection algorithm.                                                                                                                           Errors between 1.4% and 4.4% in 170\[m\] walked using a camcoder. Only presents results in long distances.                                 8 subjects (Healthy).^[@ref30]^
  Salarian et al.   Uni-axial gyroscope       2          Left and right shank   Double pendulum model     Shank angles using Fourier series and last square optimization.                                                                                                                                                    Mean error of 0.038±0.066 \[m\] using a motion capture system.                                                                             Three datasets of 20 (Training), 36 (Testing) and 15 (Evaluation) subjects (Healthy, Hip replacement, Coxarthrosis).^[@ref13]^
  Doheny et al.     IMU                       1          Left and right shank   Lower body rigid model    Maximum angle between the legs at its maximum extension to obtain the stride length plus an optimized corrective factor.                                                                                           Mean error of 0.09±0.07 \[m\] using the GAITRite pressure platform system.                                                                 7 Subjects (Healthy). ^[@ref21]^

Mobile platform {#sec2-3}
---------------

The measurement platform is a mobile application for Android, which ensures the portability, simplicity and comfort of the proposed system. The algorithm of González et al. ^[@ref23]^ was implemented in the mobile application with the method presented by Alvarez et al. ^[@ref30]^ through JavaScript using React Native. The mobile platform communicates with an application programming interface (API) to manage the database where the data is stored and communicate with the mobile application (see [Figure 1b](#fig001){ref-type="fig"}). The API was implemented using the PHP framework Lumen Laravel version 5.8. The database contains all the information related to the user sessions, the list of subjects, the raw signals (accelerations, angular velocities and orientations) and the spatial--temporal parameters estimated by the application.

![Top figure: IMU sensor implemented. a) Battery, b) Micro_USB battery charger unit, c) Power switch and voltage regulator, d) IMU integrated circuit, e) Microcontroller, f) Bluetooth. Bottom Figure: General scheme of the development and operation of the mobile platform.](ejtm-30-2-9002-g001){#fig001}

###### 

Subject's characteristics for the spatial-temporal gait parameters estimation.

                             Min    Max    Mean
  -------------------------- ------ ------ -----------
  Age \[Years\]              23     28     27.27±2
  Height \[m\]               1.51   1.94   1.70±0.1
  Weight \[kg\]              56     118    71.7±17.2
  Right leg length \[mm\]    825    960    889±49
  Left leg length \[mm\]     825    950    889±47
  Right knee width \[mm\]    82     105    94±7
  Left knee width \[mm\]     80     103    94±7
  Right ankle width \[mm\]   67     78     70±4
  Left ankle width \[mm\]    65     78     71±5

Test subjects {#sec2-4}
-------------

Twenty healthy subjects (18 men and 2 women) were assessed (see [Table 2](#table002){ref-type="table"}) with the Vicon motion capture system (Oxford,. UK) model Bonita version 2.7.1 and the Polygon 4.4.2 analysis software. Subjects were asked to wear sport clothes and comfortable shoes to carry out the tests in order to avoid external factors that could modify their gait pattern. No subject was measured barefoot, since our intention was to assess the proposed system in the least ideal conditions within a laboratory for motion capture. Before the measurements were made, each subject signed an informed consent document. This was approved by the Scientific Ethical Committee of the Faculty of Medicine, University of Concepción (CEC10-- 2019). We also developed a set of criteria upon which prospective participants were to be screened before they could be confirmed to partake in the study. Exclusion criteria were: the diagnosis of a neurological, vestibular, musculoskeletal or systemic disease that could alter the ability to walk; the diagnosis of any cardiovascular, respiratory or metabolic disease or other condition that could interfere with the present study; having undergone surgery on the trunk and lower limbs at least two years before the present study, the use of assistive devices for walking and the presence of serious visual alterations.

![Location of the IMU and the markers using the VICON \"Plug-In-Gait\" lower body kinematic model.](ejtm-30-2-9002-g002){#fig002}

###### 

Error estimations of the spatial temporal gait parameters.

                    Cadence \[step/min\]   Stride time \[sec\]   Step time \[sec\]   Single support time \[sec\]   Double support time \[sec\]   Stance phase duration \[%\]   Swing phase duration \[%\]
  ----------------- ---------------------- --------------------- ------------------- ----------------------------- ----------------------------- ----------------------------- ----------------------------
  Right leg error   -2.35±5.02             0.03±0.04             0.02±0.03           ±0.02                         ±0.02                         0.57±2.44                     -0.57±2.44
  Left leg error    0.21±6.36              0.02±0.04             0.01±0.04           ±0.02                         0.01±0.02                     -0.15±2.25                    0.15±2.25

Validation of spatial-temporal gait parameters estimations {#sec2-5}
----------------------------------------------------------

After the calibration of the motion capture system and the previous record of anthropometric and physical parameters of each subject (weight, height, legs length, knees width, ankles width), 16 reflective markers of 14 \[mm\] diameter were placed in the body of each subject according to the Vicon \"Plug-In-Gait\" lower body kinematic model,^[@ref34]^ with the IMU sensor as indicated in [Figure 2](#fig002){ref-type="fig"}. Synchronization of the systems -- Inertial and Optoelectronic -- is not important, since the objective is not to revalidate the algorithms for the detection of the events of the gait cycle, but rather the estimation of the spatial--temporal parameters calculated by each system.

For the measurements made in the opto-electronic movement laboratory, the spatial-temporal parameters were exported from Polygon 4.4.2 analysis software to a spreadsheet. These data were then compared with the measurements obtained by the mobile platform implemented for the detection of foot-off and heel strike events, and their processing for the estimation of cadence, stride time, step time, single support time, double support time, stride phase duration, swing phase duration and step length. Measurements were made from a rest state, that is, while subjects were standing without moving. In order to avoid singularities with respect to the actions of acceleration (beginning of gait), and deceleration (end of gait), the two initial seconds and the final two seconds were eliminated from each test. Spatial -- temporal parameters such as walking speed or step velocity were not compared in this paper since they can be easily estimated from step length and step time obtained. So, to avoid redundancies, only the results of those parameters are presented.

Performance analysis {#sec2-6}
--------------------

The performance analysis of the estimation of the spatial\--temporal gait parameters, in which the optoelectronic motion capture system was used as gold\--standard, comparisons on the distribution of the measurements, the estimation error of each of the parameters obtained and their respective correlation plots were made.

Results {#sec1-2}
=======

Temporal gait parameters {#sec2-7}
------------------------

To compare the results obtained from the spatial--temporal gait parameters estimated with the proposed technological system concerning those estimated with the motion capture system, distribution and error analysis of the measurements obtained for each subject were performed. The results on the distribution of the measurements are shown in [Figure 3](#fig003){ref-type="fig"}. The results of the average error obtained in the measurements are indicated in [Table 3](#table003){ref-type="table"}. From figure it can be seen that the distributions for each parameter are maintained within the measurements delivered by the motion capture system with differences in the extreme values as the parameters obtained by the motion capture system are from a single cycle. In contrast, for the proposed system, they have estimated as the average of the parameters of several gait cycles, it is clear that there are certain differences in the measurements. To compare the results obtained from the spatial--temporal gait parameters estimated with the proposed technological system concerning those estimated with the motion capture system, distribution and error analysis of the measurements obtained for each subject were performed. The results on the distribution of the measurements are shown in [Figure 3](#fig003){ref-type="fig"}. The results of the average error obtained in the measurements are indicated in [Table 3](#table003){ref-type="table"}. In the [Figure 3](#fig003){ref-type="fig"} it can be seen that the distributions for each parameter are maintained within the measurements delivered by the motion capture system with differences in the extreme values, as the parameters obtained by the motion capture system are from a single cycle. In contrast, for the proposed system, they have estimated as the average of the parameters of several gait cycles, it is clear that there are certain differences in the measurements. As in this paper only young and healthy people where evaluated, it is expected that the values obtained for each limb will be similar using the same measurement system (see, for example, [Figures 3a](#fig003){ref-type="fig"} and 3b, or 3e and f). [Table 3](#table003){ref-type="table"} shows the average errors for each parameter measured. The best results obtained were the estimations of the single support time with an error of -0.02 \[sec\] for each leg and the double support time with an error of -0.02 \[sec\] for the right leg and 0.01±0.02 \[sec\] for the left leg. The worst results obtained correspond to the cadence estimations, whit errors of -2.35±5.02 \[step/min\] for the right leg and 0.21±6.36 \[step/min\] for the left leg.

![Results for the spatial temporal gait parameters estimations. Vicon: optoelectronic system measurements. IMU: developed system measurements.](ejtm-30-2-9002-g003){#fig003}

Step length {#sec2-8}
-----------

Distribution analysis was used to compare the results of the estimation of the step length with that delivered by the motion capture system (see [Figure 3](#fig003){ref-type="fig"}). Only the data of one limb was used since the same measurements were obtained for both. The results for the distribution case are similar with respect to the measurements of the motion capture system (see Figure 3,o). About the average error of the estimations, a 0.01±0.03 \[m\] was obtained for both legs.

Discussion {#sec1-3}
==========

A system based on a single IMU and a mobile analysis platform is proposed for an accurate, low--cost and friendly--use spatial--temporal gait parameters estimation. A review of methodologies using inertial sensors for the estimation of spatial--temporal gait parameters was presented. Although there are a large number of methodologies and algorithms for the detection of gait cycle events^[@ref10],[@ref22],[@ref24]^ it was decided to use the same methodology of Gonzalez et al.^[@ref23]^ for the simplicity of its implementation, the use of a single sensor and its location in the lower--back, which guarantees not only the estimation of the gait cycle parameters for both limbs but also the comfort of the subjects, constituting one of the few alternatives with these characteristics with validation using a Gold-Standard system carried out with the Chilean population.

In this paper, the validation for the detection of the IC and FC events was left aside, since these have been evaluated with good results in previous works^[@ref23]^. For the estimation of the step length, the method presented by Alvarez et al. method was used because it presented good results in previous works even over long distances^[@ref30]^. The selected algorithms were implemented on a mobile platform which ensures the portability and comfort of the measurement system. The results obtained show that it is possible to estimate the temporal gait parameters using our low-cost alternative with slight differences from the gold\--standard (see [Figure 3](#fig003){ref-type="fig"}), reaching differences of ±0.02\[sec\] for the double and single support time (see [table 3](#table003){ref-type="table"}), which correspond to the best results. The worst estimation corresponds to the gait cadence whit errors of -2.35±5.02 \[step/min\] for the right leg and 0.21±6.36 \[step/min\] for the left leg, due to the differences in the form of calculations of this parameter concerning the Vicon motion capture system. However, this does not represent a disadvantage for the proposed system considering that the measuring ranges are between 90 \[step/min\] and 110 \[step/min\] (see [Figures 3a](#fig003){ref-type="fig"} and 3b). All temporal parameters are within the ranges for healthy subjects, which is correct considering the sample. Over the step length, measurements similar to the Vicon motion capture system (see [Figure 3o](#fig003){ref-type="fig"}) were obtained with an error of 0.01±0.03 \[m\] with a high concordance between the estimations, allowing to validate that the measurements, at least for healthy subjects, will not have a tremendous difference of ±0.01 \[m\] approximately. will not have a tremendous difference of ±0.01 \[m\] approximately. This research presents some limitations. It is not possible to determine how the proposed methodology would work in a pathological population or with neurological disorders, since it was only performed in young and healthy subjects, serving as a starting point to validate the proposed methodology. Clinical validation studies of these devices should be carried out in populations with specific characteristics related to gait and balance impairments. In conclusion, in this paper, we showed that a single IMU located on the back can be used to estimate spatial-temporal kinematic parameters with minimal differences from the VICON system in healthy Chilean subjects. The system proposed is user-friendly, low-cost and portable. It could be used by healthcare professionals with objective measurements to perform gait analysis in community or controlled environments.
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API

:   application programming interface

IMU

:   Inertial Measurement Units

FC

:   or final contact

IC

:   or initial contact

PHP

:   Hypertext Preprocessor
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